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Abstract—Investigations into the gai t of persons wit h part ial 
foot amputation (PFA) sug gest th at th e ef fective foot  leng th 
can be rest ored when th e prosth esis incorporates a relatively 
stiff forefoot, restricts dorsiflexion, and includes a mechanism 
whereby forces caused by loading the toe lever can be comfort-
ably distrib uted to  the leg (e.g ., an anterior tibial sh ell). The 
purpose of t his investigation was to s ystematically alter these 
variables to understand which design elements are responsible 
for resto ration of the ef fective foot leng th. By manipulating 
features of the prosthesis des ign in tw o persons with PFA, we 
demonstrated using three-dimensional motion analysis that the 
prosthesis must incorporate each  of these design elements to 
restore the effective foot leng th. When these des ign elements 
were used in concert, the persons with PFA adopted a gait pattern
more consistent wi th n ondisabled persons. Further work is 
required on a larger cohort to  ensure th e observ ations are
generalizable.

Key words: amputation, artificial limb, center of pressure, foot 
length, gait, Lisfranc, partial foot, prosthesis, prosthetic design, 
rehabilitation, transmetatarsal.

INTRODUCTION

For much of the last 4 decades, our understanding of 
the gait of persons with pa rtial foot amputation (PF A) 
and the influence of prosthetic intervention was based on 
theoretical force analyses [1–4]. These analyses stemmed 

from an appreciation of th e gait of pe rsons without limb 
loss and led to the assumption that partial foot prostheses 
were able to restore the lost foot length [1–7]. However, 
recent studies suggest that only  some devices are able to 
restore the effective foot length [8–10]. In one study, the 
center of pressure (CoP) remained proximal to the end of 
the residuum in persons with transmetatarsal (TMT) and 
Lisfranc amputation using toe fillers, insoles, and slipper 
sockets [9–10]. By c ontrast, the CoP progressed beyond 
the end of the  residuum in a single pe rson with a TMT 
amputation usin g a Blu e Rocker T oe-Off Ankle F oot 

Abbreviations: AFO = ankle foot orthosis, BA = below-ankle 
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Orthosis (AFO) [10] and in persons with Chopart ampu-
tation using clamshell prostheses [8–9].

Devices that succe ssfully res tore the e ffective foot 
length see m to have  several common design elements, 
including a relatively stiff forefoot capable of supporting 
the ampute e’s body weight; a lar ge surface area  over 
which pressures caused by loading the prosthetic forefoot 
can be comfortably distributed to the leg (e.g., an anterior 
leg shell); and a way of supporting the external moments 
caused by loading the prosthetic forefoot, which necessi-
tates either rigidly coupling the leg and foot  segments of 
the devic e so that ankle mo tion is elimi nated (e.g., the 
clamshell socket) or providing a relatively stiff coupling 
between the leg and foot segments of the device (e.g., the 
Blue Rocker Toe-Off AFO) that moderates  the degree of 
dorsiflexion [8–9,11].

In ca ses where pros thetic intervention restored the  
effective foot length, person s with PF A were able to 
progress over and use the pr osthetic for efoot, as evi -
denced by  no rmalization of th e an kle p lantar flex or 
moment, restoration of the knee flexor moment following 
midstance, and normal magnitude and timing of the verti-
cal ground reaction force (vGRF) peaks [12]. Normaliza-
tion of these parameters has been as sociated with fewe r 
adaptations aimed at minimizing the socket/foot interface 
pressure or compensating for atrophy and wea kness of 
the biarticular knee flexors and ankle plantar flexors [12]. 
Additionally, normalization of the effective foot length is 
associated with elimination of a  “drop off” effect in per-
sons with transtibial amputa tion for whom the prosthetic 
forefoot is too short or too compliant [13]. In addition to 
these observations, an inability to progress over the fore -
foot has bee n hypothesize d to limit contralate ral step 
length and, in turn, reduce  st ride length an d walking 
velocity [11,14]. Although the evidence supporti ng this 
assertion is limited, these sorts of temporospatial adapta-
tions are widely observed in persons with PFA and seem 
mechanically sound [15].

While the insights gleaned from these investigations 
have allo wed reaso nable hypotheses t o b e estab lished 
regarding which features of the partial foot prosthesis are 
important for restoring the ef fective foot length, they 
have not been systematically evaluated. As such, the pur-
pose of this experimental study was to systematically 
alter forefoot stiffness, ankle joint range of mot ion, and 
use of a lar ge leg shell (i.e., an anterior tibi al shell) and 
observe the e ffect on CoP excursion as well a s othe r 
parameters known to be  affected by changes in CoP 

excursion, including peak ankl e plan tar flexo r moment, 
peak knee flexor moment during la te stance, timing and 
magnitude o f the second vGRF peak, mag nitude of th e 
first vG RF pe ak on  th e co ntralateral side, contralateral 
step length, and walking velocity. We hypothesized that 
the effective foot length would be restored with a combi-
nation of all three elements: a stif f forefoot, restricted 
dorsiflexion motion, and an above-ankle anterior leg shell.

METHODS

Subjects
Two participants were recruited through prostheti c 

and orthotic service providers in the Chicago area as well 
as through several loca l diabetic foot clinics. Only sub-
jects with an amputation at or proximal to the TMT level 
were included beca use a  prev ious investigati on did not 
observe significant reduct ions in the CoP excursi on in 
persons with metatarsophala ngeal amputation [9]. Sub -
jects were excl uded from part icipation if they walked 
using gait aids, had current ulceration or skin breakdown, 
or had  other neuromuscular or mu sculoskeletal condi-
tions that affected gait.

Apparatus

Experimental Prosthesis
For each participant, an ex perimental prosthesis was 

fabricated that allowed randomization of the independent 
variables: forefoot stiffness, ankle range of motion, and 
presence of an ante rior tibia l she ll. De sign and fa brica-
tion of the device used in this study is described in the 
Appendix (available online only). As shown in Figure 1, 
the devi ce consi sted of a pe lite liner, laminated socket, 
Camber-axis ankle joints (Becker Orthopedic; T roy, 
Michigan), a nd a clamshe ll above-ankle  section. The  
forefoot s ection inc luded vertic al cuts  that could be  
blocked as needed with the use of s hims (when all the  
cuts were open, the foot was more complia nt; when the 
shims were inserted into every second cut, the foot would 
conform to a radius typical of the nondisabled ankle-foot 
roll-over shape). The ankle-foot roll-over shape has been 
defined as  the  ef fective geome try that the a nkle-foot 
complex conforms to betw een initial contact and oppo-
site initial contact [16] . The procedure for maki ng the 
cuts in the prosthetic foot was similar to that used to 
determine cut locations in the forefoot of the Shape&Roll 
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prosthetic foot [16]. The goal roll-over shape radius was 
set to 1.25 times the length of the entire foot. This va lue 
was us ed bec ause the nondisa bled ankle -foot roll-over 
shape radius tends to be near 0.19 times the height of the 
person [17]  and a person’s foo t leng th is usually  ab out 
0.152 time s his o r he r heig ht [1 8]. The  de vice was 
designed such that the a bove- and below-ankle sections 
could be easily separate d and the ankle range of m otion 
and forefoot s tiffness could be systematically a ltered. 
Measurement and ca sting for the prosthesis are  deta iled 
in the “Procedure” Section.

Gait Laboratory
An eight-c amera, real-time,  motion analys is system 

(Motion An alysis Co rporation; San ta Rosa, Californ ia) 
sampled the location of reflective markers at 120 Hz. 
Synchronized ground rea ction force measurements were 
attained with use of six AMTI force platforms (Advanced 
Mechanical Technology, Inc; W atertown, Mas sachu-
setts) embedded flush in the floor of a 10 m walkway . 
The force platforms sampled data at 960 Hz, and as such, 
these da ta were  resa mpled to synchronize with the 
motion data by taking every eighth data point.

Procedure
This study was ap proved by the Northwes tern Uni -

versity Institut ional Review Board, and during the first 
study visit, written informed  consent was obtained from 
each participant. A qualified prosthetist performed an ini-
tial physica l assessment that inc luded documentation of  
cause of a mputation, p ast me dical histo ry, an d a mputa-
tion level.

The af fected limb of the pa rticipant was c ast with 
plaster of paris bandage fo llowing indelible marking o f 
bony landmarks and sensitive areas of the residuum and 
measurement of circumferences and mediolateral dimen-
sions acro ss the an kle an d forefoo t. Both  the leg and 
residuum were capture d in a single cast with a cutting 
strip placed along the tibia l crest and dorsum of the foot 
to facilitate cast removal. During casting, the foot and leg 
segments were  align ed on  a fo otboard w ith a p rofile 
appropriate for the inside of the  footwear worn by the  
subject during the experiment. The residuum was aligned 
in a subtalar neutral position, where possible, and the leg 
segment was vertically ori ented. Subjects were cast in a 
standing positi on with their typ ical base of su pport, as 
estimated by the prosthetist while observing the partici -
pant’s gait. Before the cast was removed, vertical orienta-
tion lines were marked on the cast in both the coronal and 
sagittal planes so that  alignment of the lower limb could 
be preserv ed thro ugh th e mod ification and  fab rication 
process. The subject’s pa rtial and inta ct fee t we re then 
traced onto a piece of brown paper so that the orientation 
of the forefoot and toe-out angles could be determined 
during fabrication of the prosthetic forefoot.

During the second study visit, the  prosthesis was fit-
ted, adjuste d, and a ligned. Du ring static alignment, the 
ankle joint was both unlocked and locked to ensure tha t 
the t ibia remained vertical. During dynamic alignment, 
the sole of the prosthetic foot was adjusted if necessary to 

Figure 1.
Experimental prosthesis, including pe lite liner, laminated socket, and 
leg shells with Velcro closures. Camber-axis joints are joined to socket 
(inferiorly) and anterior leg shel l (proxi mally). Dista l foref oot 
includes series of band saw cuts to allow forefoot to deform to desired 
roll-over shape. Note the plastic shims that could be fully inserted into 
every second cut to obtain “stif f” forefoot condition. R emoval of all 
shims created “compliant” forefoot condition. Retroreflective markers 
were screwed into joint axes du ring static trials (as pictured). During 
dynamic trials, medial retroreflective marker was replaced with screw 
and locking washer.
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correct errors in the corona l plane foot-to-floor angle. 
This adjustment was ac complished by adhe rence of 
dense ethylene vinyl acetate (EV A) foam to the sole of 
the foot to create a wedge.

During the third study visit, subjec ts presented for a  
gait analysis at the De partment of Veterans Affairs (VA) 
Chicago Motion Anal ysis Res earch Laboratory . Meas -
ures of stature and body mass were recorded. Lower-limb 
joint range of motion [19] an d muscle strength [20] tes t-
ing was co nducted acco rding to  stan dard techni ques to 
identify areas of restricted range or muscle weakness that 
would facilitate interpretation of the gait data.

The independent variables were evaluated in combi -
nation to give 10 testing conditions:
  1. Below-ankle component with stif fer foref oot—

R1BA.
  2. Below-ankle component wit h compliant fo refoot—

R2BA.
  3. Above-ankle device with stiffer forefoot and free 

ankle motion—R1FREE.
  4. Above-ankle device with compliant forefoot and free 

ankle motion—R2FREE.
  5. Above-ankle device with stif fer forefoot and dor si-

flexion stop at neutral (0) ankle angle with free plan-
tar flexion—R1DF0.

  6. Above-ankle device with compliant forefoot and dor-
siflexion stop at neutra l (0 ) an kle a ngle with fre e 
plantar flexion—R2DF0.

  7. Above-ankle device with stif fer forefoot and stop at 
10 dorsiflexion with free plantar flexion—R1DF10.

  8. Above-ankle device with compliant forefoot and stop 
at 10  dorsiflexion with free plantar flexion—
R2DF10.

  9. Above-ankle device with stif fer forefoot and fixed 
ankle (locked at neutral)—R1FIXED.

10. Above-ankle de vice with compliant fo refoot an d 
fixed ankle (locked at neutral)—R2FIXED.
We rand omized th e ord er of testin g of the se co ndi-

tions by using a table of random numbers [21]. Note that 
a 0  do rsiflexion st op refers to  blocking motio n of th e 
ankle so tha t dorsiflexion cannot be achieved; i.e., ankle  
motion is stopped when there is a 90  angle between the 
foot and shank (sometimes cons idered a neutral angle of 
the ankle).

Retroreflective markers we re plac ed on the pa rtici-
pant’s body, prosthesis, and shoe by the s ame person on 
each occasion according to a modified Helen Hayes (HH) 

marker set [22]. Markers were located on the lateral mal-
leoli (or orthoti c equivalent) and lateral femoral 
condyles, the left and right an terior superior iliac spines, 
and the sacrum at the superior aspect of the lumbar 5/sac-
ral interface. An additional marker was placed anteriorly 
on each thigh and shank. The toe and heel markers were 
positioned on the shoe. The toe marker was positioned on 
the dorsum of the foot imme diately proximal to the e nd 
of the residuum and two additional markers were located 
on the medial and lateral sides of the shoe also proximal 
to the end of the residuum. The height of the heel marker 
was adjus ted so as to mainta in a horizontal rela tionship 
with the  toe marker. The thre e markers on the fore foot 
were used to create a “residual end” (RE) marker set that 
was used to calculate ankle angles [23]. The RE approach 
establishes a rela tionship be tween the three fore foot 
markers and the heel marker during a static trial in which 
the heel of the foot  is fully seated within the shoe. This 
relationship is then used du ring dynamic trials to estab -
lish a virtual heel marker, which is used in the calculation 
of ankle moveme nt using the standard HH marker set. 
The RE marker model has been shown to avoid exagger-
ated me asures of dorsiflexion  a ssociated with de forma-
tion of the prosthetic fo refoot or motion at the 
pseudojoint between the prosthesis and residuum as well 
as heel slippage within the shoe [23].

The shank marker was pos itioned on the anterior 
shell of the socket in the above-ankle conditions or in the 
same location directly on the skin for the below-ankle 
conditions. The sha nk marker was the only ma rker that 
required relocation between certain conditions. The loca-
tion of markers on  th e shoe, prosthesis, and l eg wer e 
recorded by tracing of the base of the marker with an ink 
pen. The a nkle markers were screwed dire ctly into the  
axis screw of the orthotic ankle joints for all conditi ons 
(Figure 1).

Before the commencement of data collection for each 
condition, a s tatic trial was re corded. During these sta tic 
trials, additional markers were located on the medial fem-
oral epicondyles, the medial mechanical ankle joint, and 
the medial malleolus on the intact side. Du ring dynamic 
trials, medial knee and ankle markers were removed. At 
the ankle, the medial marker was replace d with a scre w 
and locking washer.

Multiple trials were collected for each of the 10 con-
ditions to ensure that at least  three trials with clean force 
plate strikes were obtained for eac h limb. A clea n force 
plate strike was defined as a  single foot contact with the  
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force plate within the force plate boundaries and without 
contact of the contralateral foot. Subjects were instructed 
to walk at their norma l, comfortable self-sele cted speed 
for all trials.

Data Processing

Calculating Gait Parameters
EVa RealTime softw are (Motion Analysis Corpora-

tion) was used to determin e the three-dimensional posi-
tion of each marker relative to the la boratory coordinate 
system during each frame of eac h trial. The raw coordi-
nate data were filtered wit h a Butterwort h second-order 
bidirectional low-pass filter with an ef fective cutoff fre-
quency of 6 Hz, as suggested by Winter [24]. Orthotrak 
software (Motion Analysis Corporation) was used to cal-
culate kinematics and ki netics of the lower limb joints 
(except for ankle kinematics), to estimate the timing of gait
events, and to output marker and joint center coordinates.

Joint moments were calculated directly by Orthotrak 
software using an inverse dynamics approach, including 
the use of anthropometric est imates inherent to the 
Orthotrak software. Although the inertial propert ies of a 
partial foot and a prostheti c intervention clearly create a 
limb segment with quite dif ferent anthropometry , con -
ventional inv erse dynamic mo dels for t his population 
have be en show to be  sufficiently a ccurate for research 
questions relating to stance  phase  [25]. Joint mome nts 
were normalized by body mass, yielding units of newton-
meters per kilogram, while vGRF data were normalized 
by body weight, yieldi ng dimension less values. vGRF 
and joint moment data were plotted for the  stance phase 
of walking as a percentage of stance phase.

We calculated the CoP from force plate data by solv-
ing the stat ic equilibrium equations of forc es and 
moments applied to the force plate [26]. In ea rly stance 
phase, we did not cal culate the CoP until the vGRF 
reached a magnitude of 150 N. From earlier experience in 
this laboratory , we had de termined that the CoP was 
accurate above this vGRF level. The CoP data were then 
transformed into a shank-base d c oordinate s ystem, as 
described in Fa tone and Hansen [27]. The forward com-
ponent of this shank-based coordinate system (ShankX) is 
determined from the cross product of a unit ve ctor defin-
ing the ankle axis (from the virtual ankle center to the lat-
eral ankle marker) with another unit vector de fining the 
long axis of the shank (from virtual ankle center to virtual 
knee c enter) in an order that would result in a vector 

pointing in the anterior direction. CoP progression along 
the ShankX coordinate was normalized by the shoe length 
and then plotted as a percentage of stance phase. A hori-
zontal line re presenting the anterior e nd of the residua l 
foot was placed on the same plot to help understand 
whether each condition allo wed movement of the CoP 
beyond the end of the residual foot before opposite initial 
contact. We crea ted this line by subtrac ting the residual 
foot length (from the back of the shoe to the anterior end 
of the residual foot) from the overall shoe length, divid-
ing the difference by the overall s hoe le ngth, a nd sub -
tracting 0.25. The 0.25 value is used to remove the scaled 
portion of the  foot from the heel to the ankle, assuming 
that the ankle is found at about 25 percent of the foot’s 
length with respect to the heel end [18].

Data Analysis
This experimental study had three independent vari-

ables, each with multiple leve ls: forefoot stif fness (two 
levels: stif fer, compliant), ankle (rest riction) rang e o f 
motion (four levels: free, locked, dorsiflexion stop at 0º 
[neutral] with f ree plantar flexion, dorsiflexion stop at 
10 with free plantar flexion), and loading area (two levels:
above-ankle, below-ank le). The dependent variables 
were CoP excu rsion (as a proportion o f shoe leng th), 
peak a nkle plantar flexor moment, peak kne e flexor  
moment following midstance, tim ing an d ma gnitude of  
the second vGRF peak, magnitude of the first vGRF peak 
on the contralateral limb, contralateral step length, stride 
length, cadence, and walking speed.

Data obtained from multiple trials were averaged for 
each limb. Given the number of test conditions, reporting 
only the mean data in the latter figures was necessary.

The “Re sults” and “ Discussion” sections re port the  
consistent patterns of mo vement that emerged from 
studying the subjects under different experimental condi-
tions. As such, many of the idiosyncrasies inherent in the 
gait of individuals have deliberately been overlooked in 
an attempt to portray a clear understanding of the effects 
of the dif ferent interventions. Where appropria te, move-
ment patterns thought to reflect systematic changes in the 
experimental conditions have been drawn out.

RESULTS

We did not obse rve differences in gait betw een our 
two forefoot stiffness conditions (R1 and R2) (Figure 2). 
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Post h oc m echanical testing using th e BRUCE testing 
device [28 ] showed n o n oticeable change  in fore foot 
stiffness with the cuts open or blocked, suggesting we did 
not effectively alter forefo ot stif fness using this 
approach. As such, and to simplify pre sentation of the  
results, we have only reported results for the “s tiff fore-

foot” condition, which was designed t o conform to a 
radius typical of the nondisabled roll-over shape.

Participant Characteristics
Two participants were recr uited for this investiga -

tion. Charac teristics have bee n presented in Table 1 . 
Physical characteristics of the participants are reported in 
Table 2 . Of note was the reduction in midcalf circumfer-
ence on the affected limb and reduction in plantar flexion 
strength (Table 2). Dorsiflexion range was also limited in 
both participants, parti cularly with the knee extended 
(Table 2 ), indicating that the gastrocnemius muscle s 
were shortened.

Temporospatial Parameters
Temporospatial data are presen ted in Table 3 . Data 

on walking speed varied by about 10 percent between the 
fastest and slowest conditions ( Table 3 ). Within-subject 
comparison s uggests that no systematic dif ferences in 
walking speed or contralateral step length existed between
the test conditions. Subject 2 wa lked markedly slower 
than subject 1 as a result of shorter steps with fewer steps 
per minute. Sound-limb step length was consistently shorter
than affected-limb step length across all conditions.

Center of Pressure Excursion
The CoP excursion data  for the af fected limbs  are 

presented in Figure 3 (R1: stiff forefoot only). The experi-
mental conditions had similar effects on b oth subjects in 
terms of the position of the CoP at contralateral heel con-
tact, the  tim ing of w hen the  CoP b egan p rogressing 
beyond the a nkle, and the  ra te of that progression. The  
CoP remained proximal to the distal end of the residuum 
until after contralateral heel contact in both the BA and 
FREE conditions. After contralateral heel contact , the 
CoP progressed beyond the distal end of the residuum so 
that by the end of stance, a total excursion comparable to 
that of the other experimental conditions was achieved. 
When the ra nge of a nkle dors iflexion was constrained 
(DF0, DF10, FIXED), the CoP was able to progress just 
beyond the end of the residuum (5%–10% of shoe length) 
by the t ime contralateral heel contact occurred. No 
marked differences in the CoP excursion at contralateral 
heel c ontract ex isted be tween the  D F0, DF 10, an d 
FIXED ankle conditions.

The different device conditions influenced the timing 
and rate of CoP excursion anterior to the ankle. In the BA 
and FREE conditions, substantial progression of the CoP 

Figure 2. 
Center of  pressure (CoP) excursion data for  (a) subject 1 an d
(b) subject 2 for both stiff (R1) and compliant (R2) forefoot conditions. 
CoP was only plo tted when magnitude of vertical ground reaction force
exceeded 150 N; henc e, “ gaps” i n data at star t and end of stance 
phase. BA = below-ankle, CHC = c ontralateral heel contact (mean ± 
standard deviation), DF0 = dor siflexion stop at neutr al (0 ) ankle 
angle with free plantar fl exion, DF10 = stop at 10  dorsiflexion with 
free plantar flexion, FIXED = fixed ankle (locked at neutral), FREE = 
free ankle motion.
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anterior to the ankle was not observed until relatively late 
in stance pha se and the ra te of progress ion was s low 
compared with the othe r device conditions, as evidenced 
by the slope  of the  CoP e xcursion curves in Figure 3 . 

Increased constraint of the ankle through the DF10, DF0, 
and FIXED conditions caused the CoP to progress anteri-
orly alon g th e foot len gth earlier in stance pha se and 
more rapidly than in the BA and FREE conditions.

Table 1.
Characteristics of participants with partial foot amputation.

Subject Amputation 
Level

Years Since 
Amputation Etiology Age (yr) Usual Device

1 Left transmetatarsal 23 Trauma 26 Foot orthosis with toe filler; silicone 
slipper socket with toe filler

2 Right Lisfranc 3 Peripheral 
arterial disease

58 Foot orthosis with EVA foam toe filler

EVA = ethylene vinyl acetate, a closed-cell foam.

Table 2.
Measures of anthropometry, lower-limb joint range, and strength for both participants with partial foot amputation.

Measure
Subject 1 Subject 2

Sound Limb Amputated Limb Sound Limb Amputated Limb
Anthropometry

Height (m) 1.64 — 1.68 —
Mass (kg) 60.7 — 75.7 —
Foot Length (m) 0.23 0.142 0.276 0.138
Shoe Length (m) 0.262 — 0.308 —
Midcalf Circumference (m) 0.34 0.32 0.38 0.35
Leg Length (m) 0.80 0.79 0.88 0.88

Passive Range of Motion (°)
Thomas Test 0 0 10 10
Hip Flexion 135 130 110 120
Hip Abduction (hip extended) 40 40 30 20
Knee Flexion WNL WNL WNL WNL
Knee Extension (hip 0°) 10 HE 10 HE 0 0
Dorsiflexion (knee extended) 10 DF 10 DF 2 DF 10 PF
Dorsiflexion (knee 90°) 20 DF 20 DF 10 DF 0

Muscle Strength*

Hip Flexion 5 5 5 5
Hip Extension (knee 0°) 5 5 5 5
Hip Extension (knee 90°) 5 5 5 5
Hip Abduction 5 5 5 5
Knee Flexion 5 5 5 5
Knee Extension 5 5 5 5
Dorsiflexion (knee 90°) 5 5 5 5
Dorsiflexion (knee 0°) 5 5 5 5
Heel Raise Test (plantar flexion) 5 4 5 3

Note: Phrases in parentheses indicate position of other joints (e.g., “dorsiflexion (knee extended)” describes measures of ankle dorsiflexion with knee in full extension).
*Scale 0–5: no contraction to full range of motion against resistance.
DF = dorsiflexion, HE = knee hyperextension, PF = plantar flexion, WNL = within normal limits for age.
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Vertical Ground Reaction Force
The vGRF data for the affected limbs are presented 

in Figure 4. For subject 1, the timing of the second vGRF 
peak occurred earlier (approximately 5% stance phase) in 
the BA and FREE conditions than in the FIXED, DF0, 
and DF10 conditions (Figure 4(a)). In subject 2, the sec-
ond v GRF peak was markedly  smaller than the fi rst 
vGRF peak (Figure 4(b)).

The vGRF da ta for the s ound limbs are pres ented in 
Figure 5 . In bo th su bjects, so und-limb loadin g during 
early stance was more exaggerated in the BA and FREE 
conditions than in the DF10, DF0, and FIXED condi -
tions. The timing of the first vGRF peak was delayed in 
conditions in which ankle motion was restrained (DF10, 
DF0, FIX ED) wh en co mpared with the BA and FREE 
ankle conditions.

Ankle Kinematics
Ankle kinematics for the affected limbs are presented 

in Figure 6. In both participants, the degree of dorsiflex-
ion observed during late stance was greater in the BA and 
FREE ankle conditions than in the constrained conditions 
(FIXED, DF10, DF0). The FIXED, DF10, and DF0 con-
ditions resulted in comparable kinemati c patterns during 
stance, with only subtle differences in the peak dorsiflex-
ion angle observed. Small delays occurred in the timi ng 
of the dorsif lexion peak in the BA and FREE conditions 
compared with the other conditions.

Ankle Moments
Ankle moments for the affected limbs are presented 

in Figure 7 . The magnitude of the peak  plantar flexor 
moment progressively incre ased a s the  intervention 
became more extensive (BA to FREE) and dorsiflexion 
was c onstrained (D F10, D F0, FIX ED). Incre ases in the  
magnitude of the plantar flexor moment tended to c om-
mence earlier during stance phas e as the intervention 
constrained motion at the ankle. Although evident in both 
participants, subject 1 portrays the clearest illustration of 
this change, with the pl antar flexor moment occurring 
earliest in the FIXED conditio n (45% stance), followed 
by the DF0 condition (57% st ance), the DF10 condition 
(65% stance), and finally the FREE and BA conditions 
(63%–67% stance) (Figure 7(a) ). A similar pattern is 
observed in subject 2, with clearer distinction between the 
BA and FREE conditions and less differentiation between
the timing of the FIXED and DF0 conditions (Figure 7(b)).

Knee Kinematics
The pattern of knee motion did not vary between the 

conditions tested (Figure 8).

Knee Kinetics
Knee moments for the affected limbs are presented in 

Figure 9 . For both subjects, limiting ankle dorsiflexion 
(DF10, DF0, FIXED) restored the knee flexor moment 
(Figure 9(b )) or incre ased its  magnitude ( Figure 9(a )) 

Table 3.
Selected temporal and spatial parameters for affected limb of both subjects for stiffer forefoot condition (R1) only.

Parameter R1BA R1DF10 R1DF0 R1FIXED R1FREE
Subject 1
Walking Speed (m/s) 1.20 1.30 1.27 1.30 1.35
Cadence (steps/min) 112 115 111 113 119
Stride Length (m) 1.29 1.36 1.36 1.39 1.35
Step Length (m)
    Affected 0.68 0.71 0.72 0.72 0.72
    Sound 0.61 0.65 0.64 0.67 0.63
Subject 2
Walking Speed (m/s) 0.91 0.90 0.92 0.85 0.92
Cadence (steps/min) 95 93 91 90 95
Stride Length (m) 1.15 1.17 1.20 1.16 1.16
Step Length (m)
    Affected 0.64 0.64 0.66 0.64 0.64
    Sound 0.51 0.53 0.54 0.52 0.52
BA = below-ankle, DF0 = dorsiflexion stop at neutral (0) ankle angle with free plantar flexion, DF10 = stop at 10 dorsiflexion with free plantar flexion, FIXED = 
fixed ankle (locked at neutral), FREE= free ankle motion.
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during late stance. As ankle dorsiflexion was increasingly 
constrained from the DF10 to the DF0 or  FIXED condi-
tions, the peak knee flexor moment also incre ased. This 
was most dramatic in subject 1 (Figure 9(a)) but clearly 
evident in both subjects. Constraining ankle dorsiflexion 
(DF10, DF0, FIXED) delayed the knee moment peak 
during late stance by about 10–15 perc ent stance com-
pared with  the F REE and BA co nditions. The g reatest 
delay was evident in the DF 10 condition in both partici-

pants, with no difference in the timing of the  moment 
peak between the FIXED and DF0 conditions.

DISCUSSION

Two quite distinct results we re observed, so on this  
basis, the discussion will be presented in discrete sections 
examining firstly, the BA and FREE conditions and sec -
ondly, the DF10, DF0 , and  FIXED conditions. These
sections will e xplain the gait patterns observed and a

Figure 3.
Center of  pressure (CoP) excursion data for  (a) subject 1 an d
(b) subject 2 for  stif f forefoot conditio n (R1) only . CoP was o nly 
plotted when magnitude of vertic al ground reaction for ce exceeded 
150 N; hence, “gaps” in data at start and end of stance phase.  BA = 
below-ankle, CHC = contralater al heel contact ( mean ± standard 
deviation), DF0 = dorsiflexion stop at neutral (0) ankle angle with free
plantar flexion, DF10 = stop at 10 dorsiflexion with free plantar flexion,
FIXED = fixed ankle (locked at neutral), FREE = free ankle motion.

Figure 4.
Vertical ground reaction force (vGRF) data for af fected limb of
(a) subject 1 and (b) sub ject 2 for stif f f orefoot co ndition ( R1) o nly.
vGRF data h as been normalized by body  mass. BA = below-an kle, 
CHC = contralateral heel contact (mean ± standard deviation), DF0 = 
dorsiflexion stop at neu tral (0) ankle angle with free plantar flexion, 
DF10 = stop at 10 dorsif lexion with free plantar flexion, FIXED = 
fixed ankle (locked at neutral), FREE = free ankle motion.
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subsequent section will describe how the desi gn o f the 
prosthesis influenced gait. Before launching into the di s-
cussion, it is important to establish whether differences in 
walking spee d were  evident betwee n the experimenta l 
conditions, given that many of the dependent variables 
are speed dependent. Table 3  indicates no systematic dif-
ferences in walking speed between the dif ferent experi-
mental conditions. Changes  in speed varied by about
10 pe rcent be tween the  slowest a nd faste st conditions. 
This variabi lity i s typical of  that observed in persons 
without limb loss wal king on smooth level surface s a t

freely chosen walking speeds [29]. Therefore, we can be  
confident that wa lking speed was not a covariate affect-
ing analysis of the gait data.

BA and FREE Conditions
In both the BA and F REE conditi ons, the CoP 

remained proximal to the end of the residuum until after 
contralateral heel contact when the magnitude of the vGRF
was rapidly declining (Figures 3 and 4). Interestingly, in 
subject 1, whose remnant metatarsals were considerably 
shorter on the lat eral side, the position of the CoP (Fig-
ure 3(a )) at the  time of the peak vG RF ( Figure 4 (a)) 

Figure 5.
Vertical ground reaction force (vGRF) data fo r sound limb of
(a) subject 1 and (b) subject 2 fo r stiff forefoot condition ( R1) only. 
vGRF data has been normalized  by body mass. BA = below-an kle, 
CHC = contralateral heel contact (mean ± standard deviation), DF0 = 
dorsiflexion stop at neu tral (0) ankle angle with free plantar flexion, 
DF10 = stop at 10 dorsif lexion with free plantar flexion, FIXED = 
fixed ankle (locked at neutral), FREE = free ankle motion.

Figure 6.
Sagittal plane ankle kinemati c data for affected limb of (a) subject 1 
and (b) subject 2 for stiff forefoot condition (R1) on ly. BA = below-
ankle, CHC = contralate ral heel contact (mean ± standard deviation), 
DF0 = dorsiflexion stop at neutral (0) ankle angle with free plantar 
flexion, DF10 = stop at 10 dorsiflexio n with free plantar flexion , 
FIXED = fixed ankle (locked at neutral), FREE = free ankle motion.
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remained proximal to the shortest pa rt of the residuum. 
Maintaining the CoP proximal to the end of the residuum 
until aft er cont ralateral heel contact may be a useful 
strategy to spare the end of the re siduum from the large 
forces occurring during late stance [12].

As a result of maintaining the CoP proximal to the 
end of the residuum, the peak ankle plantar flexor 
moment was markedly reduced in the BA and FREE con-
ditions (Figure 7), as was the  peak knee flexor moment 
during late stance (Figure 9). Adopting a gait pattern that 

moderates the external ankle  and knee moments during 
late stance  ma y by a useful s trategy to compensate  for  
weakness of the trice ps surae or to minimize  the  shear  
force and pressure on the end of the residuum likely to be 
caused b y c oncentric co ntraction of the ankle pl antar 
flexors [12].

The ankle was  allow ed to progress  into inc reasing 
degrees of dorsiflexion in the BA and FREE conditions , 
resulting in an exaggerated dorsiflexion peak as com -
pared with the other conditions ( Figure 6 ). It would 
appear that restraint of the tib ia over the stance foot was 
limited after midstance. W e can be confident in t his

Figure 7. 
Internal sagittal plane ankle moments for affected limb of (a) subject 1 
and (b) subject 2 for stiff forefoot condition (R1) only. Data has been 
normalized by body mass and expressed in units of newton-meters per 
kilogram. BA = below-ankle, CHC = contralateral heel contact (mean 
± standard deviation) , DF0 = dorsiflexion stop at neutral (0) ankle 
angle with free plantar fl exion, DF10 = stop at 10  dorsiflexion with 
free plantar flexion, FIXED = fixed ankle (locked at neutral), FREE = 
free ankle motion.

Figure 8.
Sagittal plane knee angles for affected limb of (a) subject 1 and
(b) subject 2 for stiff forefoot condition (R1) only. BA = below-ankle, 
CHC = contralateral heel contact (mean ± standard deviation), DF0 = 
dorsiflexion stop at neu tral (0) ankle angle with free plantar flexion, 
DF10 = stop at 10 dorsif lexion with free plantar flexion, FIXED = 
fixed ankle (locked at neutral), FREE = free ankle motion.



172

JRRD, Volume 48, Number 2, 2011
assertion, given the small plantar flexor moment observed
(Figure 7) and that persons with PFA do not exhibit the 
large po wer generation (con centric work) at the ankle 
[15] that normally restrains tibial progression, limits dor-
siflexion, and drives the ankle into plantar flexion. While 
we d id not repo rt ank le power data, we can  be assured 
that concentric work by the ankle plantar flexor muscula-
ture was limited given that the internal plantar flexor 
moment was sm all ( Figure 7 ). Relatively unrestrained 
rotation of the tibia over the stance foot wa s checked by 

placing the contralateral foot on the ground, exaggerating 
the first peak of the vGRF on the sound limb compared 
with conditions in which ankle motion on the a ffected 
limb was constrained (Figure 5).

DF10, DF0, and FIXED Conditions
In the DF 10, DF0, and FIXED conditions, the CoP 

was able to progress beyond the distal end of the resid -
uum before contralateral heel contact ( Figure 3 ). A s 
such, the peak vGRFs were borne by the prosthetic fore-
foot just distal to the end of  the residuum with no dif fer-
ences in the position of th e CoP bet ween the dif ferent 
device conditions (Figure 3 ). This restoration of the 
effective foot length resulted in larger peak ankle plantar 
flexor moments (Figure 7 ) and either restoration of the 
late sta nce knee  flexor moment ( Figure 9(b) ) or an 
increase i n its magnitude ( Figure 9 (a)). Such change s 
were not observed in the BA and FREE conditions.

In comparison to those in  the BA and FR EE condi-
tions, the peak dorsiflexion angles were much smaller in 
the DF10, DF0, and FIXED ankle conditions (Figure 6). 
However, it was surprising th at no dif ferences in peak 
dorsiflexion angle were observed between the DF10 and 
DF0 or FIXED conditions (Figure 6), suggesting that the 
devices did not l imit the ankle to the desired joint angle 
(e.g., DF10, DF0). Althou gh some ankle motion will 
always be measured by marke r-based motion analysis, 
either d ue to mo vement of the leg within the shell or 
deformation of the prosthetic foot, the total ankle range 
of 20 ° (Figure 6 ) is do uble th at ob served in another 
investigation of persons wearing  nonarticulated clam-
shell devices [12]. This lends support to the assertion that 
these articulated devices were unable to limit ankle dorsi-
flexion as effectively as we might have anticipated.

A number of pla usible expla nations exis t for the  
exaggerated ankle ra nge a nd the  simila rity in the peak 
dorsiflexion angles between the DF10, DF0, and FIXED 
conditions. The Camber-axis ankle joints used in the con-
struction of the se device s did have some “pla y” even 
when we manip ulated th e d evice “on-the-bench.” With 
the joint locked in neutral using the appropriate kidney-
shaped insert, we were able to measure an average angu-
lar change between the foot and leg segment of about 5° 
when displacing the leg shell relative to the foot segment. 
When the joint was dorsiflexed under load, we were also 
able to create movement between the joint and laminated 
shell as well as deform the laminated she ll around the 
joint despite reinforcing this area with multiple layers of 

Figure 9.
Internal sagittal plane knee moments for affected limb of (a) subject 1 
and (b) subject 2 for stiff forefoot condition (R1) only. Data has been 
normalized by body mass and expressed in units of newton-meters per 
kilogram. BA = below-ankle, CHC = contralateral heel contact (mean ±
standard deviation), DF0 = dor siflexion stop at neutr al (0 ) ankle 
angle with free plantar fl exion, DF10 = stop at 10  dorsiflexion with 
free plantar flexion, FIXED = fixed ankle (locked at neutral), FREE = 
free ankle motion.
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glass fiber during lamination and ensuring the laminate 
fitted the joint shap e intimately. Note that the Camber -
axis ankle joints were not designed for this purpose, and 
as such, we  provide these insights to explain aberrations 
in the  da ta an d inform o ther investigators so they can 
choose joints designed for the demands of the task.

The dif ferent ankl e conditions influenced when the 
CoP began progressing anteriorly along the length of the 
foot ( Figure 3 ). In both subjects, the DF10 condition 
resulted in the CoP  progress ing anteriorly along t he 
length of the foot l ater in stance phase than in the DF0 
and FIXED conditions (Figure 3), which affected timing 
of the a nkle and knee  moments ( Figures 7  and 9). The 
additional dorsiflexion range allowed in the DF10 condi-
tion delayed the tim e whe n the mec hanical ankle joint 
reached the dorsiflexion stop  and only then could the 
device have an effect on the CoP excursion.

How Prosthesis Design Influenced Gait
The DF10, DF0, and FIXED conditions were all able 

to restore the ef fective foot  le ngth bec ause the devices 
combined the  three de sign el ements: a stif f prosthetic 
forefoot, restriction of ankle dorsiflexion, and an anterior 
leg shell. In this section, we will look at each of these 
three design elements in turn and describe why they must 
be used in tandem to restore the effective foot length and 
influence other aspects of gait.  We will also explain why 
using just o ne or two of th e d esign el ements does no t 
restore the effective foot length. To ensure these insights 
are not taken out of context, we wish t o make exp licit 
that the followi ng discussion applies only t o the gai t of 
persons with TMT and Lisfranc ampu tations. These 
insights should not, for exam ple, be extended to the gait 
of persons with a metatarsophalangeal amputation.

Restriction of Ankle Dorsiflexion
Results from this investigation make clear that t he 

device must be designed to control the external moments 
caused by loading the prosthe tic forefoot because in per -
sons with TMT and Lisfranc amputations, the calf mus -
culature i s not providing this cont rol because of 
weakness ( Table 2 ), disu se, or di scomfort on the distal 
plantar aspect caused by concentric contraction.

To c ontrol the large external moments c aused by 
loading the prosthetic forefoot , the devic e must restrict 
ankle do rsiflexion. By virtu e of this requirement, t he 
device must ex tend abov e the ankle to li mit motion 
between the leg and foot segments. In this investigation, 

we ac hieved this by using an anterior tibial shell and a 
dorsiflexion stop. Other design alternatives may exist that 
would also work effectively.

Previous investigations have successfully used clam-
shell prostheses with s olid ankle [12], a laminated AFO 
with dorsiflexion stop [8], or a Blue  Rocker T oe-Off 
AFO [10] to limit dorsiflexion. Each of these dif fering 
approaches effectively stiffens the  ankle joint, as  would 
the concentric contraction of the  ankle plantar flexors in 
persons without  PFA, thereb y controlling the ext ernal 
ankle mome nt. Only when th e de vice can control the  
external an kle m oment ca n th e u ser lo ad the  pro sthetic 
forefoot.

Results from this investig ation highlight that the 
angle at which dorsiflexion is limited influences when 
the CoP progresses distally along the length of the foot 
(Figure 3), which in turn influences timing of the ankle 
plantar flexor (Figure 7) and peak knee flexor moments 
(Figure 9). It is unclear from th is investigation whether 
subtle dif ferences in the angle at which dorsiflexion is  
constrained make a meaningful difference to the way per-
sons with PFA walk.

Anterior Tibial Shell
While the anterior tibial shell was used to incorporate 

the joints needed to cont rol ankle motion, it also served 
to comfortably  distrib ute fo rces ca used by loading the 
prosthetic forefoot.

While other design possibilities may exist, s uch as a  
posterior shell AFO with anterior strap, the anterior shell 
would be the most appropriate design given the system of 
forces required to control the external dorsiflexion 
moment and tibial progression over the  stance  foot. 
Moreover, the anterior s hell provides a much lar ger sur-
face area over which to distribute forces caused by load-
ing the prosthetic forefoot.

Previous investigations that have successfully 
restored the ef fective foot le ngth have all incorporated a 
large leg she ll, in particular , an a nterior tibial shell such 
as that found in clamshe ll prostheses with solid ankles  
[12], laminat ed anterior shell AFOs with dorsiflexion 
stops [8], and a Blue Rocker Toe-Off AFO [10].

The anterior tibial shell may provide a relatively reli-
able means to ensure the interface pressures are comfort-
ably distributed to the l eg. If the interfac e pressures are  
uncomfortable or ca use pain, then the user may adopt a  
gait pattern where large or uncomfortable interface pres-
sure will not be experienced. For example, the user may 
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choose to reduce the interface pressures on the  anterior 
leg shell by moderating the ex ternal ankle moment. This  
could be achieved by limiting distal excursion of the CoP 
until after the peak vGRF occurs or by transferring axial 
load to the contralateral lower limb before the prosthetic 
forefoot is loaded.

How large an anterior shell should be to comfortably 
distribute interface pressures caused by loading the pros -
thetic forefoot is unknown. One argument is that because 
the externa l ankle moments have a la rge ma gnitude, a 
large surface  area would be  needed to comfortably dis -
tribute the interface pressures. A counterargument might 
be that we a lready know the interfa ce press ures can be  
comfortably distributed over a smaller area because it is 
commonly done in transtibial prosthetic  so ckets. It is 
likely that the underlying tissue struct ures will, in part, 
determine the shell size and contour. Pressures might be  
comfortably distributed over a shell high on the tibia, 
where there is a comparatively large area of soft tissue, as 
opposed to the  same s ize s hell just above the a nkle, 
where the tibia l crest and flare are more prominent. Fur-
ther research assessing pressure distribution with varying 
device designs may explore this issue.

Forefoot Stiffness
In this investigation, both  fo refoot conditions were 

sufficiently stiff that when combined with an anterior leg 
shell and restricted ankle motion, the effective foot length 
was restored (Figure 3). Because we did not ef fectively 
alter forefoot stiffness, we cannot draw conclusions about 
the effect of forefoot stiffness on gait.

One could argue that a prosthesis that incorporates an 
anterior leg shell and limi ts dorsiflexion will still not 
restore th e e ffective foot le ngth when combine d w ith a  
prosthetic forefoot that is too complia nt to  su pport th e 
user’s body mass. In this si tuation, the user would likely 
not allow the CoP to progress beyond the distal end of the 
residuum onto the prosthetic  forefoot because the pros -
thetic forefoot would collapse under the load.

How stif f the fo refoot should be remains unknown. 
One hypothesis is that some  prosthetic forefeet, such as  
those made from EVA or a thin carbon-f iber foot plate, 
would not be stiff en ough to su pport the user’s bo dy 
mass. Devices that have  successfully res tored the ef fec-
tive fo ot leng th have in cluded a forefoot mad e f rom a 
ground down SACH (solid-ankle cushion-heel foot) [12], 
an extension of the laminate d socket out to the  “toe  
break” creating a rigid keel that was then covered in foam 

[8,12], or a Blue  Rocker Toe Off AFO that was “over -
sized” so the reinforced section of the foot plate extended 
as close to the end of the shoe as possible [11].

Results from this investigation suggest that if below-
ankle devices are being used in persons with TMT or Lis-
franc amputation, the forefoot s tiffness of these  devices 
need not be a design consideration. In this study, the BA 
condition had no means to control the external moments 
caused by loading the  prosth etic forefoot because no 
means to restrain ankle dors iflexion existed. As such, 
participants adopted a gait pattern that did not require use 
of the prosthetic for efoot until after contral ateral heel 
contact when the vGRF was rapidly declining. Given that 
participants were not able to load the prosthetic forefoot 
in the BA condition, we would not expect to see changes 
in their gait pattern as a result of changes in forefoot stiff-
ness. The same understanding ca n be applied to above-
ankle devices that do not restrict ankle dorsiflexion, such 
as the FREE condition in the present investigation.

Application to Clinical Practice
This investigation provides insights into the effect of 

device design on the gait o f persons with TMT and Lis-
franc amputations. While we recognize that clinicians are 
often forced to consider competing goals , such as  the  
need to r educe the lik elihood o f sub sequent u lceration 
and skin breakdown or cosme tic restoration, we hope  
these insights provide some additional information about 
the function that can be expe cted from both be low- and 
above-ankle interventions.

Notwithstanding the limitations of this investigation, 
we suggest that clinicians prescribe prostheses that incor-
porate a stif f forefoot, restri ct/resist ankle dorsiflexion, 
and provide a means to c omfortably manage the external 
moments caused by loading th e prosthetic forefoot (e.g., 
an anterior tibial shell) if they wish to restore the effec-
tive foot length in persons with TMT and Lisfranc ampu-
tations. Incorporating all t hese desi gn features into the 
prosthesis is a lso necessary to control the  tibia a s it 
rotates over the stance foot, re duce exaggerated loading 
of the sound limb during initial contact, and provide a 
means to control the e xternal moments at the ankle and 
knee in lieu of the normal power generation by the ankle 
plantar flexors during late stance.

When fi tting below-ankle devices or above-ankl e 
devices tha t do  no t res train an kle motio n, th ere wou ld 
seem little need to be concerned about the compliance/
stiffness of the forefoot because the CoP remains proximal
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to the end of the residuum until after cont ralateral heel 
contact. In these  c ases, the pros thetic forefoot is not 
being used to  su pport b ody weig ht d uring sing le-limb 
support on the a ffected limb, and as such, the c hoice of 
forefoot material becomes relatively unimportant in 
terms of the mechanics of gait.

Limitations
Although we designed a novel device that allowed 

randomization of the dif ferent test conditions, several 
limitations with the design should be noted.

The prosthesis did not effectively limit ankle range of 
motion at the desired angle  because of play in the joint 
itself, move ment betw een the joint and the laminat ed 
shell, and deformation of th e laminated shell arou nd the 
joint housing. T hese limitations  resulted in measures of 
dorsiflexion being similar in the DF10, DF0, and FIXED 
conditions. While this limi tation did not hinder our abil-
ity to address the original hypothesis that li miting ankle 
dorsiflexion was necessary to re store the e ffective foot 
length, we were unable to determine the angle at whic h 
dorsiflexion sh ould be limited  or be co nfident of ho w 
much the knee and ankle  moments w ould be af fected. 
This limitation should also be noted when drawing com-
parison to  oth er in vestigations us ing no narticulated 
devices (e.g., clamshell prostheses).

We did  not ef fectively create two uniq ue forefoo t 
stiffness conditions, and as su ch, we are unable to ascer-
tain whether a complia nt fore foot would affect the 
results. As suggeste d in a nother stud y [30], th e c uts 
might have b een too  close to gether t o fu nction as 
intended. Future work shou ld inves tigate a dif ferent 
approach to mo dulation of fo refoot stiffness, suc h as 
deepening or widening the cuts.

Participants were given lim ited time to acclimat e to 
the experimental prosthesis and the individual test condi-
tions. This was a de liberate choice given a number of 
considerations. W e h ad reserv ations ab out pro viding 
these unique expe rimental prostheses to participants for 
use outside the laboratory where clos e supervision was 
not possible. We were mindful of the difficulties previous 
investigators have had recr uiting persons with PFA and 
had endeavored to create a protocol that was no t unduly 
arduous given the number  of test conditions. If each of 
these test conditions required  even a moderate acclima-
tion of a couple of week s, the ex periment would have 
occurred over many months w ith vis its every couple of 

weeks. We anticipated that such a n approach would not 
have been feasible for potential participants.

Gauging the extent to wh ich limi ted acclimat ion 
influenced the results is dif ficult. We can be confident 
that participants were able to acclimate to some degree 
given the systematic changes in a number of parameters, 
as would be expe cted when manipulati ng the ef fective 
foot length. Ce rtainly o ur c linical experie nce suggests 
that persons are able to adapt fairly quickly to a range of 
interventions, and th is has also been de monstrated in 
other areas of research [31].

Unfortunately, despite our endeavors to recruit per -
sons with PF A through several diabetic foot clinics and 
orthotic/prosthetic service providers in the Chicago area, 
we were only able to recru it two people over a period of 
nearly 3 years. This c ertainly limits the external validity 
and generalizability of our re sults to a wider populat ion 
of p ersons wi th PF A. W e h ope th at by ado pting an 
approach of reporting consistent and large changes in the 
gait of these participants, we have avoided reporting idio-
syncratic adaptations to ou r inter ventions. The l imited 
power of this investigation should be kept in  mind when 
generalizing these r esults to others with TM T and Lis-
franc amputations.

Further Research
Further work is required on a lar ger cohort to 

improve the generalizability of  these observations to the 
wider pop ulation of  persons with TMT and  Lisfran c 
amputations. This work high lights the need for improve-
ments to the design of the experimental prosthesis to 
restrict ankle dorsiflexion to the desired angle  and create 
distinct forefoot stiffness conditions. Future investigators 
may also wish to explore  questions a bout the size of the  
anterior tibial shell required or the effectiveness of alter-
native design s. We ho pe the insights gleaned from this 
work will contribute to further improvements in pros -
thetic design.

CONCLUSIONS

This investi gation systema tically altered aspect s of 
prosthesis des ign to  un derstand wh ich des ign eleme nts 
were important to restoration of the effective foot length 
in person s with PFA. Our observations in two person s 
with PF A suggest that the pr osthesis must  incorporate 
each of the following design aspects to restore the effective
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foot length: a stif f forefoot, an anterior leg shel l, and 
restrained dorsiflexion. When suc h a device was pro -
vided to the persons with TMT and Lisfranc amputations, 
we ob served not o nly restoration of th e ef fective foot 
length but also less exaggerated d orsiflexion, redu ced 
loading on the sound limb during initial contact, and nor-
malization of t he ankl e and k nee mo ments during late 
stance as the device c ompensated for the  limited contri-
bution of the ankle plantar flexors.
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